SUPERVISOR TEST

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

bate: 08/30/2021

OPERATOR NAME:

CHRISTOPHER J MURRAY

Permit #: 46226

Cperator Agency/Dept: WASHINGTON CO. S50
Reference Standard #: 21170

Nominal = 0.10 g/210L

BLANK TEST 0.00 16:00
INTERNAL STANDARD VERIFIED 16:01
REFERENCE STANDARD TEMP 34.00c
REFERENCE S$TANDARD 0.09 16:01
BLANK TEST 0.00 16:02
REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10 16:02
| BLANK TEST 0.00 16:03
. REFERENCE STANDARD TEMP 34.00c
REFERENCE STANDARD 0.10 16:03
BLANK TEST 0.00 16:04

ol W5,

0.20 ; ; 40,0
Alcohol (g/210L)
o.18k 477" Flow Rate(L/M} |. L 5.0
C.16} - H 32,0
6.14 - ~{28.0
0.17 AL é J24. 0
B 20 . 0
H i : 16.0
H - 1z2.0
: .o
e B e s e e et 40
0.0
5 10 15 20 25 30
; : 40.0
Alcohol (g/210L) : :
.18 ----- Flow Ratef L/M) m b e b e 36.0
0.1¢6 - 320
0.14 0
U] [ SO S, ? ~24.0
a, 2.0
O . - . . 1 6 . {:;
o, e ! : = 1z.0
0‘ ,« ...... 8 . O
0. T e T _...-..:.. o U TETE SO 4.0
: : : 0, 0
0 5 10 15 20 25 30
0,20 B ; 40.0
Alcohol {g/210L)
0,18 4-~~~-- Flow Rate({L/M) 35.0
0. i 32.0
O, 2d) v 8.0
0,12 Z4.0
20,0
s B 16.0
B 12,0
. - -. - 8 . O
um,qgmmm,ﬂ_m_;m$_ _m&" 1.0
; ‘ 0.0
5 10 15 20 25 30




